
Calexico - Ethel St.
Met One BAM-1020 vs. PM2.5 FRM

December 5, 2003 - December 26, 2003
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PRIMARY BAM
Slope: 1.202
Intercept: 0.800
r2: 0.996

COLLOCATED 
BAM
Slope: 1.183
Intercept: 0.023
r2: 0.999



Chico - Manzanita Ave.
Met One BAM-1020 vs. PM2.5 FRM
January 4, 2004 - January 28, 2004
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Linear (Collocated BAM)
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Linear (Primary BAM (Smart Heater))

PRIMARY BAM
Slope: 1.230
Intercept: -3.511
r2: 0.998

COLLOCATED BAM
Slope: 1.106
Intercept: 0.457
r2: 0.998


